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S E R V I C E  N O T E

ADMINISTRATIVE INFORMATION

INFORMATION ONLY
SERVICE NOTE CLASSIFICATION:

ADDITIONAL INFORMATION:

37741A-01

37741A DS1 Tester

Serial Numbers: 3104U00100 / 3104U00251

Installation of 15850A Option H03

Situation: 
Option H03 has the following capabilities.

� Easier loopcode control
� Compatibility with 15726A PC remote control software
� Channel level measurements
� Standard preconfigurations

Note: Instrument must have 2.02 hardware installed and 2.01 software or later ver-
sions thereof installed. To upgrade to this level and/or to have 15850A option
H03 installed, sent the unit to:

Iain Milnes
TAQ Communications Corp
2900 Corvin Drive
Santa Clara, CA 95051-0706


