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HP Model 4800A Transformer Wiring 

A minor wlrmg error has been discovered in 4800A. The effect of 

the error is to place the Power On indicator directly across the input line 
at all times. In 230-volt line operation the lamp life is shortened to about 
60 hours. 

The error can be identified by the presence of a red wire on pin 4 
of the power transformer. To correct the wiring, move the red wire from 
pin 4 to pin 3 on the transformer. 
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