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HP MODEL 6012A AUTORANGING POWER SUPPLY
 

Serial Numbers 1946AOO140 and Below
 

CURRENT MONITOR RESISTOR CHANGE
 

Current Monitor Resistor A 1R20 has been changed from HP Part No. 06012-80005to HP Part No. 
06012-80006. The new value is 3.4 mO. If the old resistor is to be replaced by the new one, then these 
changes will also have to be made on the A2 control board: 

1. A2R27 from 0698-6335 (900 mto 0698-6341 (750 m. 
2. A2 R8 from 0757-0413 (392 mto 0757-0410 (301 m.
 
These changes compensate for the current monitor resistance change.
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