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6033A-14
S    E    R    V    I    C    E                N    O    T    E

Supersedes:
NONE

6033A System Power Supply

Serial Numbers:  US38320231 –  9999-99999

GPIB Communications Error when used with a 59510A or 59511A Relay Box

To Be Performed By:  Agilent-Qualified Personnel or Customer

Parts Required:
P/N Description Qty.

NONE
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Situation:
Using the power supply with a 59510A or 59511A Relay Box causes a communications error to be
generated.

Solution/Action:
Remove C-67 from the GP-IB board and the communications error generation will be corrected.


