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      Supersedes: 

None   

 

 

86100C Digital Communications Analyzer 

 
Serial Numbers:  MY47440517 and above 

 

 

When replacing the power supply, 0950-3499, in an 86100C that has a Windows 
Vista License, you must add a label, 7121-8324, to the power supply. 
 

Parts Required:  

P/N Description Qty. 

   

7121-8324                Windows Vista Downgrade label           1 
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Situation: 

The power supply in the above DCA’s includes a label explaining the Windows operating system 

downgrade from Windows Vista to Windows XP. 

 

 

Solution/Action: 

A new label must be added to the replacement power supply when the power supply is replaced. 
    

 

 

 

  


