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Power Fail Occurred after Over Current when Using HPSMU.
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Situation:  
This problem may happen when measuring the breakdown voltage by using HPSMU.

The over current occurred, and the following error message is displayed.

FATAL ERROR 7-10002 Over Current or Voltage occurred.

Then after displaying the following error message, the testhead sometimes power fails.

 FATAL ERROR 7-10001 Power Fail occurred.

This problem results from oscillation with a certain combination of some measurement devices
and HPSMU. Not all of HPSMUs have this problem.

The circuit design improvement fixes this problem.
Solution / Action:
When the above symptom is observed, Agilent CE visits at the customer site and replaces the old
HPSMU board (E3132-60001/E3132-69001) with new HPSMU board (E3132-69091). 

Note: 
This part (E3132-69091) can be used for this service note only.
Do not use this part for the repair purpose.

After replacing the HPSMU board, check the operation and performance of the HPSMU by using
the diagnostics and performance verification software.

Necessary parts are supplied from GTLS.

If you have any question, please send your message to 
"HSTD,SVC-SUPPORT".
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