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      Supersedes: 

E8267D-09   

 

 

E8267D Vector Signal Generator 
 
Serial Numbers:  ALL 
 
 

Unexpected loss or change to WRM files in volatile memory in instruments with 
option 601 or 602. 
 
 
Parts Required:  
P/N Description Qty. 
   

None  
 

 

 

 

 

 

 

 

 

 

 



Page 2 of 2  E8267D-09A 

 

 

 

Situation: 
Unexpected loss or change to WFM files in volatile memory in instruments with option 601 or 
602 for firmware C.04.32 and below.   
 
 
Solution/Action: 
Upgrade firmware to the latest, at the time of posting it’s C.6.21.   
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