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E8267D-20  

S    E    R    V    I    C    E                N    O    T    E    
      Supersedes: 

None   

 

 

E8267D SIGNAL GENERATOR 

 

 
Serial Numbers:  US45160396, US45160397, US45470541, US45470542, US45470572, 

US45470573, US46220585, US46220586, US46220589, US46220590, US46220602, US46220603, 

US46220606, US46470613, US46470619, US46470621, US46470625-US46470627, US46470629-

US46470635, US46470639-US46470641, US46470643, US46470645, US46470646, US46470648, 

US46470684, US4647085, US46470697, US46470699, US46470700, US46470701, US46470708 

 

Clarification of E8267D options H16 and 016 hardware configuration, functionality, and 

reported option.  

 
 

Parts Required:  

P/N Description Qty. 

   

None 
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Situation: 

Options H16 and 016 are the same option. Prior to the release of option 016, option H16 was shipped 

in the E8267D serial numbers listed above. Only the instruments shipped as H16 included 016 

hardware changes and assemblies prior to prefix MY/SG/US4722. At prefix MY/SG/US4722 all 

E8267D shipped with option 016 hardware. All instruments starting with prefix MY/SG/US4722 can 

be upgraded in the field with option 016. Instruments with prefix <MY/SG/US4722 can not be 

upgraded to option 016.   

 

 

Solution/Action: 

Option H16 and 016 are the same option. Functionality and support for H16 and 016 is the same. Option 

H16 instruments report option 016 when queried from the front panel or remotely. Instruments shipped as 

option H16 rear panel serial tags show option H16.      
    

 

 

 

  


