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E8363C-03  

S    E    R    V    I    C    E                N    O    T    E    
      Supersedes: 

NONE   

 

 

E8363C PNA Microwave Network Analyzers 

 
Serial Numbers:  US000000000/US999999999 (ALL) 

 

 

During System Verification test, E8363C analyzers that encounter errors while 
measuring the verification kit devices should upgrade to the most recent 
firmware and retry the test. 
 
 

Parts Required:  

P/N Description Qty. 

NONE   
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Situation: 

During System Verification test, some E8363C analyzers are experiencing errors while measuring the 

verification kit devices. 

 

 

Solution/Action: 

Download the most recent firmware and retry the test.  
    

 

 

 

  


