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U1251A-02  

S    E    R    V    I    C    E                N    O    T    E    
      Supersedes: 

None   

 

 

U1251A True RMS Digital Multimeter 

 
Serial Numbers:  MY49250001 / MY99999999 

 

 

Remove UL mark from U1251A 
 
 

Parts Required:  

P/N Description Qty. 

   

NONE 
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Situation: 
 
With the objective to consolidate the safety certification to a single party, the Agilent U1251A True 
RMS Multimeter will retain the CSA (Canadians Standard Association) Mark and will not bear the UL 
(Underwriters Laboratories Inc.) Mark on the product.  
 
The product features and performance will remain unchanged with only the CSA mark. 
 
The product without the UL mark should not be considered to be Listed and covered under UL's 
Follow-Up Service.  

 

 

Solution/Action: 
Information only. No action required. 

 
    

 

 

 

  

  


